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Abstract. 

A wideband phase comparator for precise measurements of phase difference of high 
current shunts has been developed at INRIM. The two-input digital phase detector 
is realized with a precision wideband digitizer connected through a pair of symmetric 
active guarded transformers to the outputs of the shunts under comparison. Data are 
first acquired asynchronously, and then transferred from on-board memory to host 
memory. Because of the large amount of data collected the filtering process and 
the analysis algorithms are performed outside the acquisition routine. Most of the 
systematic errors can be compensated by a proper inversion procedure. 

The system is suitable for comparing shunts in a wide range of currents, from 
several hundred of milliampere up to 100 A, and frequencies ranging between 500 Hz 
and 100 kHz. Expanded uncertainty (k=2) less than 50 /irad, for frequency up to 
100 kHz, is obtained in the measurement of the phase difference of a group of 10 A 
shunts, provided by some European NMIs, using a digitizer with sampling frequency 
up to 1 MHz. An enhanced version of the phase comparator employs a new digital 
phase detector with higher sampling frequency and vertical resolution. This permits 
to decrease the contribution to the uncertainty budget of the phase detector of a factor 
two from 20 kHz to 100 kHz. Theories and experiments show that the phase difference 
between two high precision wideband digitizers, coupled as phase detector, depends on 
multiple factors derived from both analog and digital imprint of each sampling system. 
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1. Introduction 

Electric power measurement and modern instrumentation for power quality monitoring, 
which represent the state-of-the-art in the traceability of power distribution, require 
the solution of several problems as well as their metrological characterization. Complex 
electric quantities are computed in these measurements and, even in the simplest case 
of a single-phase line, at least two correlated quantities (one voltage and one current) 
must be taken into account. 

In digital sampling power-measurement system, the main problems are linked to 
the precision and the correlation of the digitizer inputs, and to the characterization of 
the transducers. These transducers should be stable and insensitive to temperature and 
signal level and, furthermore, they must have low and stable phase error within the 
bandwidth of interest. 

In particular, precision shunts for alternating current measurement are extensively 
used in metrological laboratories, and some of them have been specifically developed in 
order to scale- up the ac-dc current transfer standard [11 [2l [3l HJ |5l |6] . Nevertheless, for 
their application to power measurement, particularly for wideband application, besides 
the accurate determination of the impedance, they also need a phase characterization. 

In order to improve the traceability of measurement systems for power and power 
quality a cooperation has been undertaken among some European National Metrology 
Institutes (NMIs) in the framework of iMERA Plus project "The Next Generation of 
Power and Energy Measurements "[|]. For precise measurements of alternating current 
this project aims to develop shunts that are applicable to different current ranges, with 
high stability of the impedance with load current, temperature and time. The two 
prevalent technologies already available are the so-called cage designs, where a number 
of resistive elements are connected in parallel, in a cage-like design [TJ [H |9], and coaxial 
foil structures employing resistive metal alloys arranged in coaxial structures [TOl ITT] . 
Both methods aim at minimizing the inductance that, for these shunts, is the major 
reason of phase error. In order to evaluate different designs of shunts, in the framework 
of the project, measuring systems are developed for their characterization. 

Considering the previous experience in shunt design and development [12], in the 
construction of precise transconductance amplifier [13] and implementation of analog 
to digital converters (ADCs) for high precision measurement of electrical power |14] at 
INRIM, a task concerning the determination of the phase in real working conditions was 
proposed. For this purpose, a new type of phase comparator has been developed, based 
on some concepts applied on a previous phase comparator [15]. A first edition, suitable 
for measurements of phase differences between two shunts, in the range between 2 A to 
100 A, for frequencies from 500 Hz to 100 kHz, has been built. This version has been 
employed to compare existing shunts produced by the laboratories taking part in the 

I The research presented in this paper is part of the EURAMET joint research project on "Power and 
Energy" and has received funding from the European Community's Seventh Framework Programme, 
ERA-NET Plus, under Grant Agreement No. 217257. 
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project, in view of an improvement of their design. 

An improved edition of the phase comparator employs a faster digitizer board with 
16 bits of resolution and maximum sampling rate of 15 MSamples/s (i.e. resolution scales 
up when the sampling rate decreases). It is characterised at fixed sampling frequency 
evaluating the behaviour of phase difference varying the amplitude and frequency of 
the applied signal. Nevertheless, the noise of the phase detector, within the band 
of interest (i.e., up to 100 kHz), is given in terms of time domain by a two-sample 
deviation computed by long-term time series of measurements performed applying single 
tones of exciting signals at fixed amplitude, keeping the main parameters of the digitizer 
constant. This phase detector permits to improve the repeatability of the measurements 
and to extend over the band of the phase comparator. 

2. Description of the phase comparator 

The phase comparator has been set up by assembling commercial instruments with 
electrical and electronic parts specifically designed and built. Figure [T] shows the set- 
up of the sampling system suitable for measuring the phase difference of shunts under 
comparison. It consists of a system for generating a suitable current flowing through the 
two shunts, SHi and SH2, which are connected in series. The outputs of the shunts to 
be compared are then connected through two active guarded transformers, AGTi and 
AGT2, employed as wideband decoupled precision transmitters, to a two- input digital 
phase detector. 




Figure 1. The scheme of the asynchronous wideband digital phase comparator. 

The systems for current generation and phase detection are controlled by a 
computer that, in sequence, sets the current amplitude and the frequency programmed, 
acquires the samples from the digital phase detector, processes the data and evaluates 
the phase differences (see section H] for further details). 
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2.1. The system for current generation 

The ac current supplying system was assembled by connecting together a calibrato:^ 
in the ac voltage function and a transconductance amplifieilj. The ac current for 
every specified measurement point is generated at the output of the transconductance 
amplifier. By means of suitable current nodes (see figure EJ^a) for currents from 20 A to 
100 A, figure [2]^b) for currents up to 20 A and figure |2]^c) for internal connections) the 
alternating current is supplied to the two shunts under comparison which are connected 
electrically in series. 





Figure 2. a) Special T-connector for currents from 20 A to 100 A; b) One type of 
T-connector for currents lower than 20 A; c) The scheme of the internal connections. 

The current ranges are established by the transconductance amplifier and they are 
selectable as shown in table [H As the comparator is primarily intended for currents 
over 5 A, the frequency is limited by the transconductance amplifier to 110 kHz. The 
maximum current in each range, except for 100 A, is obtained by applying 2 V input (1 
V for 100 A) supplied by the calibrator, which is automatically set to the proper voltages 

§ Wavetek-Datron 4808 Multifunction Precision Calibrator. Brand names are used for identification 
purpose. Such use does not imply endorsement by INRIM or assume that the equipment is the best 
available. 

II Clarke-Hess model 8100. 
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and frequencies for the comparison directly by the computer via GPIB (IEEE-488.2) 
bus. 



Table 1. Ranges of the transconductance amplifier used in the set-up of the phase 
comparator as a function of the input voltage applied. 

Transconductance Amplifier 



AC Calibrator Output current Maximum frequency 

2 mA 
20 mA 

2vl 200mA 
2A 
20 A 

IV { 100 A 



h 10 kHz 



A picture of the system supplying the current to the input of two shunts and the 
constituents of the phase comparator is shown in figure [3l 




Transconductance 
.. Amplifier 



AC 
Calibrator 



' Buffer, 
\ 




Phase 

Detector Inputs^ 



Figure 3. A photo of the experimental setup for phase comparison of high current 
shunts. The shunts shown are being entirely realized at INRIM, SHi for currents up 
to 20 A and SH2 for currents up to 7 A. SHi is made of metal film (= 50 /im thick) 
welded on special ceramic substrate; SH2 is made of thick film deposited on ceramic 
substrate by coating technology. 



2.2. The active guarded transformers 



Two AGTs are employed to transmit the voltage between the output of the shunts and 
the inputs of the phase detector. These transformers are of identical construction and 
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each of them is made as a special type of double stage transformer. This structure 
was selected in order to increase the impedance of the transformer, especially at the 
intermediate frequencies. In fact, one of the core acts as the magnetizing element and 
the relevant winding is driven by a buffer. In this way, the primary winding only requires 
a negligible current sufficient to establish the correct balance between the input voltage 
and the electromotive force produced on the primary winding by the magnetizing core. 
So, the impedance, as seen from the output of the shunt, is high and there is only 
a negligible voltage drop on the cable due to this current. For wideband operation 
nanocrystalline cores were employed and all the windings were limited to 30 turns. The 
resulting operative bandwidth of the AGT is between 100 Hz (at 1 Vrms) and, with 
acceptable flatness (< 3dB), to more than 2 MHz, with a resonance peak at about 
5 MHz. However, over 500 kHz, the phase shift becomes somewhat large (> 3mrad) for 
high accuracy measurements. Each transformer has three separate screens, one for the 
magnetizing, one for the primary and the other one for the secondary winding. These 
screens can be connected to suitable voltages, in order to separate the influences of the 
capacitance between the two windings, thus increasing the common mode rejection. 




Figure 4. Particulars of the cables and the buffer for the magnetizing winding of the 
active guarded transformer. 

The voltages at the magnetizing windings are supplied by unity gain FET-input 
precision buffer, which has a flat bandwidth over 10 MHz. Each buffer has low distortion 
of 74 dB at 5 MHz, output current of 70 mA and input noise less than 7 nV / \/Wz. 

For frequencies below 200 Hz the input impedance of the magnetizing winding of 
the AGTs becomes very low. In order to prevent damage of the buffer a current limiter, 
a resistor with nominal value of 50 Q, is connected between the output of the buffer 
and the magnetizing winding of the AGTs. This resistance at the output of the buffer 
was then found to be a source of systematic error in the lower frequency range, where 
higher currents are required from magnetizing winding of the transformer. Each buffer is 
supplied by two independent 1000 mAh Li-ion batteries, closed in a separate container, 
which can be connected to the buffer when this one is used. A proper screen, within 
the container is connected to the screens of the cable, the transformer and the one that 
surrounds each buffer, so that the entire contents of each AGT are enclosed in a screen 
that can be connected to a proper guard potential. A suitable battery charging device 
recharges these batteries from time to time. 
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2.3. Asynchronous digital phase detector 

The first prototype of tlie digital pliase detector was built by means of a commercial 
board containing four analog-to-digital converters (ADCs). The board is controlled by 
means of a personal computer through a peripheral component interconnect (PCI) bus. 
The independent input channels, each one with resolution of 16 bits, can be configured to 
digitalize analog signals simultaneously at sampling rate up to 1 MSamples/s. Coupling 
the two inputs of the digitizer permits the realization of a single unit digital phase 
detector. Recently, the arrangement used to realize a wideband digital phase detector 
(WDPD) has been further extended in an experiment, which requires two distinct units 
of WDPD, for the characterization in terms of phase of a double electromagnetic device 
[16] . The starting condition for all inputs is given from a software selectable trigger. The 
inputs can be coupled in ac or dc and there are 8 voltage ranges from ±0.2 V to ±42 V, 
respectively. The on-board deep memory is 64MB and it is possible to switch on the 
on-board anti-aliasing filters by software control. The phase relation of the two signals 
between the outputs of the active transformers and the inputs of the phase detector is 
maintained by connectors and cables with the same characteristics. Consecutive bursts 
of samples of the two inputs are acquired and processed to derive the phase difference 
between the two inputs as described in section [3l 

3. Acquisition and computational algorithms 

The analog voltages at the output of the shunts are simultaneously sampled and acquired 
by means of a program entirely developed in Matlab. The acquisition routine performs 
calls at a low level through the instrumentation control Toolbox directly to the driver of 
the digitizing system. In this way fast and immediate transfer of large quantities of data 
are shifted from virtual instrument and saved to removable devices. In the acquisition 
program there are two main routines. The initialization routine sets the initial timing 
parameters as well as the voltage level and the list of frequencies of the alternating 
calibrator, according to the parameters required by the transconductance amplifier, 
in order to supply the desired current at the input of the shunts under comparison. 
The parameters of the digitizing board, e.g. the vertical resolution and the sampling 
rate, are set by taking the depth of the internal on-board memory into account, in 
order to maximize the performances, and the specifications given by the asynchronous 
configuration. 

The acquisition routine performs several steps. Starting from the frequency selected 
from the previous list, typically in the range from 500 Hz to 100 kHz, there are two 
processes namely time-depend and acquire-transfer. The first one is composed of the 
main heating-time (not lower than 15 min and depends on the shunts under comparison 
and the working current, the higher the current the higher is this time) and transition- 
time (time required to the calibrator to stabilize its output level when the frequency 
is changed). While the main heating-time depends on the shunts through the well 
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known phenomena of Joule heating, the transition time, in the approximation of shunts 
with low losses, depends on the calibrator. Acquire-transfer process allows firstly the 
digitalization of the analog signal in a certain number of burst of nominally simultaneous 
samples. 

For each frequency the program acquires a selected number of bursts of nominally 
simultaneous samples. The number of samples per burst, chosen by the operator, should 
have sufficient periods for each burst and an adequate statistic to compute reliable 
measurement results and to indicate and exclude possible outlayers. The sample rate, 
for the best time definition, is generally chosen near the maximum value allowed by 
the board about IMSamples/s; the output voltage of the shunts is digitized and the 
array of samples collected are shifted to a permanent data file on the hard disk. In 
the second part, the program analyses the burst of nominally simultaneous samples 
following partially a similar procedure as reported in |17) . 

In the samples collected from the first channel the transitions from negative to 
positive value are identified. A suitable number of samples is added after every transition 
to avoid counting the transitions due only to the noise. From the number of transitions 
and the sampling rate, a first tentative frequency of the signal is evaluated. The mean 
value (Am) and the quadric mean (rms) of the fundamental of the signal Arms? which 
are supposed to be sinusoidal, are evaluated respectively by the relations: 



N 



f-i 



(Am) = 7^ E ^> (1) 



Nf„i 



i=l 

l_ 

Nf_i \ 2 



Nf_i 



Arms = I ^ E (^i - (A.„))' I (2) 



where Nf_i is the number of samples between the first and the last transition. The 
phases of the approximating sinusoid near the first and the last transition are then 
evaluated by the relation: 

LPi = arcsm I [6) 

\ V 2 ■ Arms / 

and these values, through a best fit approximation, are employed for a more accurate 
guess of the period. 

The sine approximations of both bursts of the simultaneous samples are evaluated 
by means of the 4 parameters sine fit. The frequency is further adjusted and the sine 
and cosine components are computed. This process is iterative and it is repeated until 
the change of the frequency is less than 1 part in 10^. 

Eventually the sine approximations of both bursts of the simultaneous samples are 
evaluated by means of the tree parameters sine fit. The phase difference between the 
two signals for each couple of simultaneous bursts of samples is then evaluated by: 

^ • siuci . sinc2 

<P = arcsm arcsm (4j 
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where the siiicj ^ and coSc^ ^ are the sine and the cosine components, respectively, 
derived from the three parameters approximation of the two signals, and the phase is 
brought in the interval [0-27r] by a proper addition of 27r. 

4. Determination of phase difference between shunts 

The procedure adopted for the determination of the difference of the phase of the two 
shunts consists of two measurement sequences for every current and frequency, with 
different connections of the two shunts in the series. So, a complete measurement 
requires: 

• The connection of the two inputs to the special current T-connector, which is carried 
out by the operator. One of the shunts is connected to the Low position, with the 
external screen connected at the ground potential. The other one is connected 
at the High position, with the external screen connected to the other end of the 
current generator. 

• The outputs of the shunts will be connected to the windings of the double stage 
transformers. The screens of the primary windings of the AGTs are put at the 
external side of the output of the shunts. 

• The buffers that supply the magnetizing windings of the active transformers are 
activated, after checking that their batteries are correctly charged. 

• The measurement program is started by the operator, who selects all the options: 
the current, the frequencies number of repetitions, the file where the data are stored, 
etc. 

• The program supplies the suitable current at the frequencies selected, acquires the 
samples and stores them into the computer. 

• The position of the shunts is then reversed on the series by connecting them in 
the opposite locations of the special T-connector, while the inputs of the two 
transformers and their screens are connected, with respect to the current supplying 
system, in the same position as before. 

• The measurement program is started again and the data for this connection of the 
shunts are acquired. 

Post-processing of the data 

The first processing of the samples was performed, on the basis of the decision of the 
operator, immediately after the acquisition or in a successive time. In both cases 
the result of this processing is the difference between the phases of the two shunts 
under comparison in each single burst of measurements. The results were then, after a 
visual inspection by the operator of the graphs for checking the consistency of the data 
collected, which is similar to the filtering process, summarized in the mean values and 
the standard deviations for both positions of the shunts. 
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Recently, a new algorithm was introduced: it performs a further analysis based on 
a post-processing filter immediately after the phase difference calculation. The results 
obtained from the algorithms are validated by direct comparison with the ones obtained 
from the visual operator inspection of the data. 

4-2. Determination of phase difference 

The inversion of the shunts in the measurement procedure, represented in the schemes 
of figure [5t^a) and (b), has been introduced for the compensation of the systematic errors 
in both the digitizers and the AGTs. In fact the structure of the transformers, of the 
digitizers and of the screens is the same, with presumably all the systematic errors while 
the signals at their input change by the inversion of the shunts. 




Figure 5. a) and b) Schemes of the two connections of the shunts in the measurement 
procedure, c) and d) Diagrams of the voltages and currents in the two connections a) 
and b) (the shunt phases asm and Q!sh2 and the systematic error e are very exaggerated 
for explanation purpose). 

The voltages and the currents of the two conditions a) and b) are shown in the 
phase diagrams of figure [5t^c) and (d). In the series connection, while the input internal 
parts of the coaxial inputs of the shunts are connected together, the currents Ji and 
I2 are equal in amplitude but opposite to each other in phase. So, asHi and asH2 are 
the phase of both shunts, respectively. The measurement of the phase differences of 
the signals, $^ and $b taken with the two different connections of the shunts are then 
related to the phase of the two shunts, asHi and asH2) by the relations: 
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(tt + asH2) - "SHi = '^'a - e (5) 
(vr + asHi) -«SH2 = "^B -e (6) 

So, by taking a combination of the values with the shunts in the reverse position, 
it is possible to cancel the effect of the phase error between the two channels e and the 
phase difference is evaluated as: 

"SHa - "SHi = ^ {') 



while the quantity: 

$A - $B 



TT 



(8) 



2 

is the phase difference between the two channels and it is specific for the phase 
comparator and its stability for a given frequency indicates the good functioning of 
the measurement system. Eventually, the phase difference of two-shunt comparison is 
computed by equation ([3]) and its standard deviation is obtained by the square root of 
the quadratic composition of the components. 



5. Tests and results 



5.1. Measurement performed on the elements of the phase comparator 

The phase comparator has been characterized for its functionality and for the 
repeatability of the results. In particular, several tests have been performed, by 
connecting its elements in different combinations, in order to determine the contribution 
of the elements at the phase-frequency characteristic of the comparator. 

The tests are performed in conditions far from experimental implementation. This 
leads to precise measurements of the phase difference of the digital phase comparator 
and active guarded transformer which are the key elements of the phase comparator. 

A first test was performed with the first prototype of the digital phase detector by 
connecting the two channels of the digitizing system, without the AGTs, in parallel to 
the same voltage input at the level of about 1 V with two short cables of almost the 
same length. After the acquisition, the samples were analysed by the algorithm for the 
determination of the phase difference, equation (jl]); the phase difference between the two 
channels of the phase detector was computed as a frequency function. The results of the 
phase determination (CH2 — CHi) and the standard deviation of the values obtained, 
s, are reported in table [2l 

In the second test, in one of the two channels of phase detector the AGTs was 
inserted, and the difference in phase between this condition and the previous one is 
evaluated. This test was repeated for each AGT which was put in the two different 
channels (i.e., fixing CHi as reference AGTi and AGT2 are inserted in sequence to the 
channel CII2 of the phase detector; the measure is repeated by inverting the rule of the 
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channels). The phase shift evaluated for each of the two AGTs is evaluated by means 
of the procedure described in section 14.21 and reported in table [2] as a function of the 
frequency with the mean value of the combined standard deviations. In the third test 
the phase difference of the AGTs, evaluated by interchanging the two digitizing channels 
at the output of the two AGTs supplied in parallel, was derived. 

In the last test, a special T-connector for inverting the Low and the High terminal 
was built and the two AGTs were associated to the two channels but the result was 
evaluated by two determinations and the phase difference is computed by means of 
equation ([7]). The values of the differences between AGTi and AGT2 and the results 
of this last measurement are almost equal, thus showing that different methods are 
congruent. 



Table 2. Results of the tests of the different elements of the phase comparator, where 
values at various frequencies are in (mrad) , applying a constant voltage of 1 V in the 
input. 





500 Hz 


IkHz 


2 kHz 


5 kHz 


10 kHz 


20 kHz 


50 kHz 


100 kHz 


(CH2 - CHi) 


0.003 


0.006 


0.013 


0.034 


0.069 


0.140 


0.352 


0.712 


s 


0.001 


0.001 


0.001 


0.001 


0.001 


0.001 


0.003 


0.006 


Buffer i&AGTi 


-0.036 


-0.006 


0.003 


0.012 


0.025 


0.054 


0.156 


0.404 


Buffers &AGT2 


-0.037 


-0.006 


0.002 


0.011 


0.024 


0.055 


0.141 


0.341 


s 


0.002 


0.002 


0.002 


0.002 


0.002 


0.002 


0.004 


0.009 


AGTs exchanged 


-0.001 


0.000 


0.000 


0.000 


0.000 


0.001 


0.010 


0.054 



5.2. Stability and phase- frequency dependence of the digitizer 

The digitizer |T^ has been characterized in terms of long time stability applying in 
the inputs, CHi and CH2, the same alternating voltage. A short twin-T coaxial cable 
equipped with three BNC connectors is built; the structure of the cable is made as 
symmetrical as possible. The measuring sequence and several parameters as stabilization 
and integration times, list of frequencies and voltage level, are identical to those adopted 
during normal use of the phase comparator (see section |3]). However, there are some 
slight differences compared to the procedures of post-processing described in section H?T] 
and difference phase computation (section [4. 2p . inasmuch, the contribution to the phase 
difference of the digitizer and cables is several times lower than the contribution of other 
elements of the comparator. This means that for the characterization of the digitizer in 
terms of phase it is not necessary to adopt the entirely measuring sequence as described 
in section m 

We are interested in exploring the behaviour, in terms of linearity and noise, of the 
phase difference between adjacent inputs of the digitizer system at various frequencies 
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at a fixed sampling frequency. Single tone electric signals with well known electric 
parameters are suitable for this purpose. Timing constraints occurred, which became 
relevant for wideband digital phase detector because of the time quantization. 

For this purpose two high speed low-distortion and noise waveform synthesizer are 
used. The first one is a commercial instrument!^ with vertical resolution of 14 bits and 
update rate up to 2GSamples/s; the second one is a home made synthesizer [19] with 
greater vertical resolution, 16 bits and update rate up to IGSamples/s per channel. 
Several tests should be employed with both synthesizers, but for phase test the choice 
fell on the commercial synthesizer, because it is able to change its sampling frequency 
maintaining the number of points constant, which are fixed to 16384 samples from 1 kHz 
to 100 kHz, of the single tones synthesized. 

The measuring sequence has been cycled for several hours and figure [6] shows the 
results obtained after the computation and the filtering procedure. The time between 
cycles is about 80 s and withal each cycle is composed by a fixed number of frequencies, 
typically 8 ; the stabilization time of the synthesizer is set to 10 s. The range of both 
input channels of the digitizer is set to 2 Vpp and they are coupled in dc, whereas the 
output impedance of the synthesizer is set to high-load; the sampling frequency is fixed 
to 10 MSamples/s. 




time Ih 



Figure 6. Drift of the digital phase detector setting the sampling frequency at 
lOMSamplcs/s and digitizer range to 2 Vpp. For simplicity only measurements at 
10 kHz and 100 kHz are reported. 

Figure [7] shows the behaviour of the phase difference of the digital phase detector, 
Av^DPC; at various frequencies El- 

% Tektronix AFG3252 dual channel arbitrary function generator 

+ The digitizer used is the PCI-5922, at 10 MHZ of sampling frequency the vertical resolution is of 
18bits(see [T5] for further detailed specifications). Characterization of the digitizer at lowest sampling 
frequency but highest vertical resolution, using a Programmable Josephson Voltage Standard (PJVS), 
is reported in |20j . Further characterization of the same digitizer using a sampling frequency up to 
IMHz is reported in [H]. 
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Figure 7. Behaviour of the phase difference of the digital phase detector at various 
frequencies. 

The intrinsic phase noise of the digital phase comparator is given in figure [8l 
The measurements are performed at the same samphng frequency by applying single 
tone alternating waveforms with frequencies ranging between 500 Hz and 100 kHz and 
constant amplitude. 

10' 
10° 

T3 
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Figure 8. Allan deviation giving phase noise of the digital phase comparator (digitizer 
NT PCI-5922) applying synthesized single tone alternating waveforms in its inputs. 

Following |22], the functional characteristic of independent noise process used in 
modelling phase and frequency instability of oscillators in the time domain is expressed 
as cr(y)(r) oc |r|^/^. 

The solid lines, see figure |8l represent the phase instability of the digital phase 
detector modelled in terms of independent noise process. For frequencies up to 10 kHz 
the dependence of cr(y)(r) is r~^, which seems to indicate that the intrinsic noise 
contribution of phase comparator arises from the process due to fiicker phase noise 
or white phase noise. Of course, modified Allan deviation. Mod cr(y)(r), yields different 
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dependence on r in the presence of noise process mentioned above; we compute also 
the Mod o"(j^)(r) and the dependence was always t~^; therefore it seems that the 
flicker phase noise describes well the phase fluctuation observed by means of long time 
measurements, when the phase detector is excited by alternating signals up to 20 kHz. 
Always considering cr(y)(r) the dependence on r, for frequency up to 100 kHz, is r~^/^. 
This leads to consider that the noise of the phase detector, observed for frequencies above 
50 kHz, may be given in terms of noise process namely white frequency modulation. 



5. 3. Measurement performed on the shunts 

The phase comparator was employed for a comparison of existing shunts that are built 
by different European laboratories [14]. For currents of 20 A and for frequencies up 
to 20 kHz, where the instability and the interference of the supplying current is not 
prevalent, the standard deviations of the phase differences measured were generally 
contained within 10 /irad, but they raised to a mean value of about 70 yurad at 100 kHz. 
In the comparison a lot of data about the phase of different shunts taking part in the 
measurements were derived. At 10 A, the expanded uncertainties of the phase differences 
were less than 6 /xrad up to 10 kHz and less that 40 /irad at 100 kHz. The uncertainties 
increase for higher current, also due to the effect of the variations of the phase between 
one current and the subsequent one. 



5.4- Contribution to uncertainty of the phase comparator 

Analysis of the measurements uncertainties was given in [T^. In this paper we report 
only the identification and evaluation of the contributions to the phase difference of 
the comparator with the enhanced version of digital phase detector. Some of them are 
evaluated by means of specific experiments; the assumptions made permit to evaluate 
single or composed effect to the phase difference. Table |3] lists the contributions 
arising from digital phase detector and constitutes of phase comparator. The meaning. 



the determination of those components are explained in [Appendix A[ The largest 



contribution to the phase difference, at 100 kHz, stems from active guarded transformer. 



6. Conclusions 



A wideband phase comparator for high current shunts is built at INRIM. The 
comparator has been extensively used during the European project and is still used 
in the metrological chain of phase angle maintained by precise shunts. Several tests 
are performed and the repeatability of the measurements is in good agreement within 
expanded uncertainty (k=2), which for a group of shunts 10 A is 50 /irad at 100 kHz. 

Tests performed on different elements of the comparator demonstrated that, 
although the constitutive elements (digital phase detector, AGTs, buffers and triaxial 
cables) have a not negligible phase shift , their stability and the compensation of the 
procedure improve the accuracy of the phase determination of at least an order of 
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Table 3. Uncertainty budget of the digital phase detector and constituents of the 
phase comparator at 10 kHz and 100 kHz. 



Uncertainty of the phase comparator in (/irad) 
SS1^@ 10 MHz samphng frequency 



Contribution to uncertainty 



Type 10 kHz 



100 kHz 



Phase detector 



Repeatability of 20 measurements 

Clock jitter (see [18]) 

Drift within 3 hours^ 

Phase linearity within 700 mV'^ 



A 
B 
B 
B 



RSS 



Phase detector 



0.10 

<0.18 
0.003 
0.28 

0.35 



0.18 
<1.8 
0.2 
1.5 

2.3 



Comparator constituents 

Bufferi & AGTi"^ 
Buffers & AGTa^ 



Cable connections (see Appendix A. 2) 



B 

B 
B 



RSSc, 



onstituents 



2 

2 
0.02 

2.83 



9 
9 

0.3 
12.7 



RSSTot ' 



2.85 



13 



^ NI PCI-5922: flexible resolution digitizer, 24 bit resolution up to 500 kSamples/s, ranging to 16 bits 
at 15MSamples/s. 

^ A complete measure of phase difference between two shunts is made always within 3 hours (see 
figure [6|). 

^ Typically, for shunts with unlike nominal values the phase detector is excited at different voltages. 
A voltage difference, AV = 0.71^, will produce an uncertainty given by AV^, i.e., at 10 kHz is 
0.28 /irad and at 100 kHz is l.S/irad, respectively. 

Phase difference of blocks made by buffer and active guard transformer. 



5 RSSxot = y^RSS^ 



Phase Detector 



^^"-"-•Constituents- 



magnitude. By means of the comparator a set of shunts has been compared and the 
values obtained, which are verified by the coherence principle of closed loop schemes, 
show that they are accurate, stable and repeatable. An enhanced version of this 
comparator is designed, which employs a new phase detector constructed around a 
faster digitizer board and improved circuit for annulling the current at the input of the 
AGTs. In this way, it would be possible to improve the repeatability of the measurements 
and to increase the operative range of the comparator. The contribution to extended 
uncertainty due to the faster phase detector is improved several time and it is estimated 
to be lower than 0.5 /irad at 10 kHz and 3 /irad at 100 kHz with (k=l). 
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Appendix A. Details on evaluation methodology for uncertainty 
components 

In this appendix we report a brief explanation about the different methodologies and 
joint test regarding the evaluation of uncertainty components that appear in table [3l 

Appendix A.l. Wideband digitizer system 

Input channels of the digitizer board should be imagined as black-boxes, and test 
separately analog and digital circuits is impossible. A powerful well known approach 
is to apply known electric signal, depending on the specific test that we would like to 
run. Here we are interested in evaluating the difference in term of phase between the 
two inputs of the digitizer board. By applying the same signal the phase difference 
at different frequencies, according to [3l is computed (namely repeatability in table [2j 
Other contributions are extrapolated from [18] and computed from A(/9 = 27TuAt. 

Two additional tests are performed in order to evaluate possible contributions to 
uncertainty of phase detector. The first one is related to long time instabilities described 
in section 15.21 

The method of calculation, adopted to assign the phase of shunts [17], also requires 
the knowledge of the phase difference between the shunts having unlike nominal values. 
It is clear that the shunts with low nominal value in several comparison work far from 
nominal current, thus producing a lower output voltage. In a condition like this, the 
signals coming from the output of the shunts are different and in some comparisons a 
voltage difference higher than 100 mV is reached. The dependence of phase difference, 
detected by means of a phase detector on the voltage applied is evaluated. The 
alternating voltage applied is ranging from 300 mV and 1 V. The test is performed 
at fixed frequencies (i.e., 10 kHz and 100 kHz) and the results are reported in figure 
lAll The differences of phase between 0.3 V and IV obtained from the linear fit are 
interpreted as uncertainty due to phase-amplitude dependency. 

Appendix A. 2. Uncertainty of connecting cables 

Characteristic impedance, Zq = ^Jl/C, and propagation delay. At = \^LC, are the 
most important characteristic of a transmission line, where L and C are the inductance 
and capacitance distributed along the line. A short coaxial cable as the RG-58, which 
is widely used in the field of low frequency metrology, of 30 cm has L ~ 76.8 nH 
and C ~ 31.2 pF; computing characteristic parameter one obtain Zq ^ 49.6 f2 and 
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Figure Al. Behaviour of phase difference of digital phase detector at 10 kHz and 
100 kHz varying the amphtude of the alternating signal. The sampling frequency of 
the digitizer is fixed tolOMSamples/s and the vertical range is set to 3 V. 

At ~ 1.55 ns. The propagation velocity is about 1.966 x 10"'"^m/s or 66.6% of the 
speed's hght. 

The phase difference is computed starting from the definition of angular velocity 
u = 27TU = Aip/At; for the coaxial cable mentioned above the phase difference between 
input and output is A(/PiookHz — Inirad. Keeping in mind that for an ideal line the 
delay increases linearity with the length and the phase difference between its input 
and output will increase with the frequency, one should be able to compute the phase 
difference between two coaxial cables which differ slightly in terms of length. So, if their 
difference is about 1mm (e.g., the coaxial cables employed to build the twin-T cable, 
which is used to characterize the digitizer) the phase difference at their outputs, when 
the inputs are connected together, is Ay^iookHz — 3.2 /irad, respectively. 

However, considering the cables used in the set-up phase comparator we can apply 
the same concepts to calculate the phase difference between the two legs, which is 
classified as a systematic error and can be eliminated by proper inversion procedure. 
This inversion procedure is not the same as the one used during the phase difference 
measure between shunts. 

The effects of cable to phase difference is measured directly by the phase 
comparator. For this purpose the cables are inserted between the AC calibrator and 
the inputs of the phase detector, without inserting the active guarded transformers. We 
find that experimental data, at 100 kHz, deviate from the theoretical prediction of about 
50%. The measurements are performed several times and the standard deviation are 
treated as uncertainty contribution inserted in table [31 

Appendix A. 3. Uncertainty of buffers 

The phase difference introduced by the buffers is evaluated by measuring procedure. 
Special adapters( triaxial to coaxial BNC) have been constructed in order to connect the 
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output of the box buffer to the input of the digitizers (i.e., the AGTs are left out during 
this test). A substitution procedure has been adopted and the phase difference between 
the buffers,Ay9Bufi-Buf2, is computed starting from the single phase measurements of 
each buffer, v^Bufi and v^Bufi- 

It has been found that the uncertainty due to the buffers is lower than 3 /xrad at 
100 kHz. This uncertainty is not reflected directly on the uncertainty of the AGT, which, 
however has already been included implicitly in the table [31 
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